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ABSTRACT
This paper proposes a new simulation framework for generat-
ing realistic 3D ultrasound synthetic images that can serve for
validating strain quantification algorithms. Our approach ex-
tends previous work and combines a real ultrasound sequence
with synthetic biomechanical and ultrasound models. It pro-
vides images that fairly represent all typical ultrasound arti-
facts. Ground truth motion fields are unbiased to any track-
ing algorithm and model both healthy and pathological con-
ditions.
Index Terms— Modeling of image formation; Ultra-
sound imaging; Motion detection and tracking.
1. INTRODUCTION
Quantification of cardiac motion and deformation/strain from
3D cardiac Ultrasound (3D US) is an active area of research.
Despite encouraging preliminary studies, a widespread dis-
semination of these tools in clinical diagnostics is held back
because no solid quality assurance methodology exists [1].
The validation of strain imaging methods has been ad-
dressed in several ways [1]: in vivo in human subjects by us-
ing tagged magnetic resonance (tMRI) as reference method;
in vivo in open-thorax animal preparations by using sonomi-
crometry as a reference; in vitro by using a physical cardiac
phantoms and sonomicrometry as reference and in silico us-
ing fully synthetic sequences [2, 3, 4].
In particular this latter solution presents the following ad-
vantages: it does not require inter-modal registration (unlike
tMRI), and it provides the reference motion in every point of
the heart (unlike sonomicrometry). Unfortunately, the level
of realism of existing simulation techniques is highly unsatis-
factory: surrounding structures such as papillary muscles and
heart valves are typically neglected as well as typical artifacts
such as reverberations, clutter noise, signal dropout and local
intensity variations due to changing cardiac fiber orientation
(see Fig. 1).
For this reason, recently two new simulations approaches
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Fig. 1. Synthetic echocardiographic images used in [2](a), [3](b),
[4](c) and using the framework proposed in this paper (d).
were proposed in which a clinical ultrasound recording was
used as an intensity template for the simulated data set [5,
6]. However, both solutions suffer from intrinsic limitations.
In [5] the simulated cardiac motion is the result of a motion
estimator applied to the template sequence. As a consequence
no control on the simulated motion is possible. Also, errors of
the adopted estimator reflect directly on the simulated motion.
Finally, a bias can be expected in the comparison of different
algorithms towards estimators of the same class as the one
used to determine the synthetic motion.
On the other side, in [6] the synthetic sequence is obtained
by warping directly the grayscale images of the template ac-
quisition according to the desired motion field and this un-
avoidably introduces unrealistic warping artifacts in the re-
sulting speckle texture.
In this paper we present a framework for the generation
of 2D or 3D ultra-realistic synthetic echocardiographic se-
quences overcoming the limitations of existing approaches.
Left and right ventricular anatomies are obtained through
model-based segmentation of a real clinical recording. A
synthetic motion field is then obtained by an electromechani-
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Fig. 2. From a 3D US image to a mechanical simulation result: (a)
an average shape model is deformed to match intensity profiles in
the image with a training database [9]; (b) from the resulting surface
mesh, a volumetric tetrahedral mesh is generated, (c) a sequence of
meshes is generated through the SOFA framework [7], here show-
ing only the overlay between end-diastolic (gray) and end-systolic
meshes (red).
cal model (E/M) [7]. The E/M model provides the reference
for heart motion and derived quantities and can generate a
continuous range of pathological patterns by progressively
altering the value of contraction and/or conduction parame-
ters. As in [5] a real clinical recording is adopted as template
for local tissue echogenicity, which allows simulating sur-
rounding structures as well as US artifacts. Finally, an US
simulation environment is used to model the image formation
[8], allowing full control over the transducer’s parameters and
ensuring realistic speckle patterns.
2. PROPOSED SIMULATION FRAMEWORK
In our framework, the generation of the synthetic ultrasound
image sequence requires to define at every frame a set of dis-
crete scattering sites and their respective echogenicity val-
ues. The E/M simulation affects the coordinates of scatter-
ers inside the myocardium. Echogenicity values are obtained
from the intensity of a real clinical recording. Integrating
the mechanical simulation result with an ultrasound image
sequence was performed in this paper by combining two ele-
ments. First, a patient-specific volumetric mesh is constructed
by segmenting the first image frame (see Sect. 2.1). All E/M
simulations are then performed on this geometry. Second, the
echogenicity of scatterers moving in the simulation space is
computed from the image intensities. This requires to com-
pute a set of transformations that relate a coordinate from the
simulation space to the image (see Sect. 2.2). The combina-
tion of this set of transformations with the mechanical simu-
lation result is described in Sect. 2.3.
2.1. 4D image segmentation, mesh generation and me-
chanical simulation
Left and right ventricular geometries are first extracted from
the first frame of a template 3D US image sequence (i.e. a
real clinical recording). Hereto, the four chambers were auto-
matically extracted from the 3D image using a model-based
segmentation technique initially developed for CT images [9]





Fig. 3. Spatiotemporal mappings used to estimate the echogenicity
of a background scatterer, from simulation to image spaces.
From the segmentation result on the first image frame, two
outputs are further produced. The first output is a dynamic
sequence of LV endo- and epicardial segmentations produced
by tracking and manual editing. The editing is done in 4D
to ensure a smooth propagation of manual updates. The re-
sult is a set of landmarks over time sampling the LV endo-
and epicardial surfaces regularly in the circumferential and
longitudinal directions. This processing is part of the QLab
software (3DQ Advanced plugin) [10].
The second output is a volumetric tetrahedral mesh ob-
tained by applying the NetGen (http://www.hpfem.
jku.at/netgen/) software to the surface mesh. Prior
to mesh generation, the right ventricle was first extruded
along the mesh normals to produce a RV epicardial sur-
face. We then applied the simulation technique described
in [7] and implemented in the SOFA framework (http:
//www.sofa-framework.org/) for generating two
simulations of healthy and ischemic cases. The ischemic case
is produced by altering the contractility of segments perfused
by the left circumflex artery [4].
2.2. Spatial and temporal matching between image and
simulation sequences
The image and simulation sequences have different dynamics
that have to be matched. A transformation between image and
simulation times is computed by linear interpolation between
temporal landmarks defined on both sequences. For each sim-
ulation frame indexed by tksimu, we compute t
k
imag being the
interpolated time in the real sequence. The closest image
frames are defined as tk+imag = dtkimage and t
k−
imag = btkimagc.
From tk+imag and t
k−
imag , two motion fields can then be de-
rived for matching coordinates from the first image frame
to these two times. These two mappings will be denoted as
Timag(·, tk−imag) and Timag(·, t
k+
imag) where the first argument
is a spatial coordinate in the domain of the first image frame.
In our implementation, these mappings were computed from
a Thin Plate Spline (TPS) transform parametrized by the 4D
segmentation landmarks (Sect. 2.1).
In the simulation space, a set of transformations mapping
each frame to the first frame are computed similarly as in the
image space. They are noted as Tsimu(·, tksimu) where the
first argument is a spatial coordinate at frame tksimu. All map-
pings and coordinates notations are summarized in Fig. 3.
2.3. Scatter map generation
The first step is to generate a scatter map on the first frame.
The scatter map contains the coordinates and echogenicity
of each scatterer. As the E/M mesh matches the first im-
age frame, the mesh can be used to differentiate foreground
(within myocardium) from background scatterers. The scat-
terers coordinates on the first simulation frame are obtained
by uniformly sampling N points through the image domain.
Parametric E/M mesh coordinates of foreground scatterers are
stored for further use. Their echogenechogenicity is obtained
by interpolating the intensity of the first frame of the template
image sequence.
For generating the scatter map at time tksimu > 0, we first
move the NM scatterers within the myocardium by comput-
ing the absolute coordinates from the parametric coordinates
computed on the first frame. We then redraw NB = N −NM
samples using an uniform distribution through the image do-
main, excluding the myocardial volume.
For each scatterer at coordinate xsimu and time tksimu, we
then define the position x0 of that scatterer at time 0. For
foreground scatterers, x0 is directly available since they are
indexed consistently over time. For background scatterers, it
can be computed as
x0 = Tsimu(xsimu, t
k
simu) . (1)
The echogenicity of every scatterer can then be defined as
a =

(1− w)Itk−imag ◦ Timag(x0, t
k−
imag)
+w · Itk+imag ◦ Timag(x0, t
k+
imag) if x0 /∈ ΩM
I0(x0) if x0 ∈ ΩM
(2)
where tk+imag and t
k−
imag are defined in Sect. 2.2, ΩM stands
for the myocardial domain at time 0 and w is an interpolation
weight defined as
w = tkimag − tk−imag . (3)






































Fig. 4. Radial strain curves for the healthy and ischemic simula-
tions. See the Bull’s eye diagram for color legend. Dashed curves
indicate basal segments. Non-basal ischemic segments are plotted in
bold and underlined in the Bull’s eye diagram.
where aMAX is the maximum a value, K = 70 is a con-
stant and the power operation compensates the log compres-
sion traditionally performed in the ultrasound device prior to
display. The normalized scatter map is set as the input of a
fast ultrasound simulation [8] that computes radio-frequency
signals on each scan line, and further performs envelope de-
tection and scan conversion.
3. RESULTS
We present two synthetic sequences obtained with the pro-
posed framework corresponding to one healthy and one is-
chemic motion pattern. A standard 3D US sequence was ac-
quired from a healthy volunteer using a iE33 (Philips Medical
Systems, Bothell WA, USA) echocardiography system. The
first frame of the image sequence was considered to be the end
of diastole while the end of systole was visually determined
based on the aortic valve closure.
The synthetic motion was obtained from the mechanical
simulation. For the ischemic simulation, peak contraction and
stiffness values were modified in the territory of the left cir-
cumflex artery. To mimic the rigidity of the mitral annulus,
basal segments were associated to high stiffness values. The
E/M model provides the benchmark strain curves that can be
used to evaluate 3D speckle tracking algorithms. The result-
ing radial strain curves obtained for the two cases are plotted
in Fig. 4. Basal strain curves (in dashed) have lower values
in both the ischemic and the healthy cases. Ischemic regions
Fig. 5. Simulated sequence (top row: long axis view and bottom row: short axis view) corresponding to a healthy case. The ’benchmark’ E/M
mesh is superimposed over the simulated image. A video showing the entire simulated sequence is available at http://bit.ly/sim_us.
An animation comparing ischemic and healthy simulations can be downloaded from http://bit.ly/sim_us2.
showed reduced radial strain values, they are underlined in
the Bull’s eye and plotted in bold. Taking as input the im-
age sequence and the sequence of E/M meshes, a scatter map
was generated as described in Sect. 2.3. After simulation of
the ultrasound acquisition [8], the resulting synthetic image
sequence is plotted in Fig. 5, with the E/M meshes overlaid
on the image and two links to visualize the sequences of im-
ages and meshes. Generated images and meshes are also at-
tached to this submission. The realism of this simulated data
has to be compared with state of the art strategies, as plot-
ted in Fig. 1. The inclusion of a real clinical recording in the
pipeline adds realistic challenges: presence of pericardium,
valves, etc. The speckle texture inside the myocardium is re-
alistic and can be adapted to several probe designs [8]. Mo-
tion within the myocardium is unbiased to any image regis-
tration algorithm. Note that despite the fact that two cases
have been illustrated here, several intermediate cases can be
generated to study the sensitivity of any image-based strain
quantification technique under a controlled and reproducible
environment.
4. CONCLUSION
We proposed a novel framework for the generation of highly
realistic 3D ultrasound images. The realism of the proposed
data represents an important shift with respect to state of the
art strategies. First exemplary datasets are available for down-
load. They include all generated meshes, providing ground
truth landmarks for validating tracking algorithms, and syn-
thetic images. The generated sequences and meshes can be
downloaded from http://bit.ly/synthusdata.
As future work, we will extend the database to span over a
range of location and contraction values. Other pathological
shapes (hypertrophic, dilated) will be included by selecting
representative 3D ultrasound sequences. This extended data
will serve as basis for the comparative and quantitative evalu-
ation of different strain quantification algorithms.
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